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Sample Type: Sludge
PO # 3908326
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Date Received: 062091
Time Received: 1330
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CLIENT:
DRINKING WATER·BRANCH - DOH
5 Waterfront Plaza, Suite 250
500 Ala Moana
Honolulu, HI 96813

Sample Location: SOH-1
Date/Time Sampled: 062091/0956
Sampled By: C. Hew & D. Higa

TCLP EXTRACTION - VOLITILES
METHOD 8240

RESULT
mg/L

DETECTION
LIMIT mg/L

LIMIT
mg/L

Benzene
Carbon Tetrachloride
Chlorobenzene
Chloroform
1,2-Dichloroethane
1,1-Dichloroethylene
Methly-ethyl-ketone
Tetrachloroethylene
Trichloroethylene
Vinyl Chloride

NO
NO
NO
NO
NO
NO

0.202
NO
NO
NO

NO = Not Detected

0.005
0.005
0.005
0.005
0.005
0.005
0.03
0.005
0.005
0.01

0.5
0.5

100.0
6.0
0.5
0.7

200.0
0.7
0.5
0.25

BREWER ENVIRONMENTAL INDUSTRIES, INC.
PO. BOX 552
PAPAIKOU. HI 96781
PHONE (808) 964·5522
FAX (808) 964·5309



CLIENT:
DRINKING WATER BRANCH - DOH

Sample Location: SOH - 1
Date/Time Sampled: 062091/0956
Sampled By: C. Hew & D. Higa

LABORATORY ANALYSIS
REPORT

ATTN: Thomas Arazumi

JOB NO. 4386
Date: July 16, 1991
Page 2 of 6

Date Received: 062091
Time Received: 1330
Sample Type: Sludge

~·--t

TCLP EXTRACTION - SEMIVOLATILES
METHOD 8270

RESULTS DETECTION LIMIT
mg/L LIMIT mg/L mg/L

o-Cresol NO 0.01 200.0m-Cresol NO 0.01 200.0p-Cresol NO 0.01 200.0Cresol NO 0.01 200.01,4-Dichlorobenzene NO 0.01 7.52,4-Dinitrotoluene NO 0.05 0.13Hexachlorobenzene ND 0.01 0.13Hexachloro-1-3-
butadiene NO 0.01 0.5Hexachloroethane NO 0.01 3.0Nitrobenzene ND 0.01 2.0Pentachlorophenol ND 0.05 100.02,4,5-Trichlorophenol NO 0.05 400.02,4,6-Trichlorophenol NO 0.05 2.0Pyridine ND 0.5 5.0

ND = Not Detected
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CLIENT:
DRINKING WATER BRANCH -DOH

Sample Location: SOH - 1
Date/Time Sampled: 062091/0956
Sampled By: C. Hew & D. Higa

TCLP EXTRACTION
METALS

LABORATORY ANALYSIS
REPORT

ATTN: Thomas Arazumi
JOB NO. 4386
Date: July 16, 1991

Page 3 of 6

Date Received: 062091
Time Received: 1330

ND = NOT DETECTED

RESULT· DETECTION LIMIT
mg/L LIMIT mg/L mg/L

ND 0.10 5.0
2.4 0.01 100.0
0.1 0.01 1 .0
0.5 0.05 5.0
0.2 0.1 5.0

ND 0.002 0.2
ND 0.10 1 .0
ND 0.01 5.0

Arsenic
Barium
Cadmium
Chromium
Lead
Mercury
Selenium
Silver

RCRA CONSTITUENTS

Ignitability (F)
Corrosivity (pH units)
Reactivity:

Hydrogen Sulfide
.Cyanide as HCN

>200 F
8.7

7
<1

NA

3



-----------------------Environmental Services Division

BRElNER
ENVIRONMENTAL
INDUSTRIES. INC.

de BREWER COrTlp.ny

CLIENT:
DRINKING WATER BRANCH - DOH
5 Waterfront Plaza, Suite 250
500 Ala Moana
Honolulu, HI 96813

Sample Location: SOH-2
Date/Time Sampled: 062091/1020
Sampled By: C. Hew & D. Higa

TCLP EXTRACTION - VOLITILES
METHOD 8240

LABORATORY ANALYSIS
REPORT

ATTN: Thomas Arazumi

JOB NO. 4386
Date: July 16, 1991
Page 4 of 6

Date Received: 062091
Time Received: 1330

Sample Type: Sludge
PO # 390858

Benzene
Carbon Tetrachloride

- Chlorobenzene
Chloroform
1,2-Dichloroethane
1,1-Dichloroethylene
Methly-ethyl-ketone
Tetrachloroethylene
Trichloroethylene
Vinyl Chloride

RESULT DETECTION LIMIT
mg/L LIMIT mg/L mg/L

NO 0.005 0.5
NO 0.005 0.5
NO 0.005 100.0·
NO 0.005 6.0
NO 0.005 0.5
NO 0.005 0.7
NO 0.03 200.0
NO 0.005 0.7
NO 0.005 0.5
NO 0.01 0.25

NO = Not Detected

BREWER ENVIRONMENTAL INDUSTRIES, INC.

~~p~I~~05~196781 1
PHONE (808) 964·5522

.FAX (8081964.5309



NO = Not Detected

TCLP EXTRACTION - SEMIVOLATILES
METHOD 8270

RESULTS DETECTION LIMIT
mg/L LIMIT mg/L mg/L

o-Cresol NO 0.01 200.0
m-Cresol NO 0.01 200.0
p-Cresol NO 0.01 200.0
Cresol NO 0.01 200.0
1,4-Dichlorobenzene NO 0.01 7.5
2,4-Dinitrotoluene NO 0.05 O. 13
Hexachlorobenzene NO 0.01 0.13
Hexachloro-1-3-

butadiene NO 0.01 0.5
Hexachloroethane NO 0.01 3.0
Nitrobenzene NO 0.01 2.0
Pentachlorophenol NO 0.05 100.0
2,4,5-Trichlorophenol NO 0.05 400.0
2,4,6-Trichlorophenol NO 0.05 2.0
Pyridine NO 0.5 5.0
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CLIENT:
DRINKING WATER BRANCH - DOH

Sample Location: SOH - 2
Date/Time Sampled: 062091/1020
Sampled By: C. Hew & D. Higa
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LABORATORY ANALYSIS
REPORT

ATTN: Thomas Arazumi

JOB NO. 4386
Date: July 16, 1991
Page 5 of 6

Date Received: 062091
Time Received: 1330
Sample Type: Sludge



LABORATORY ANALYSIS
REPORT
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CLIENT:
DRINKING WATER BRANCH -DOH

Sample Location: SOH - 2
Date/Time Sampled: 062091/1020
Sampled By: C. Hew & D. Higa

ATTN: Thomas Arazumi
JOB NO. 4386
Date: July 16, 1991

Page 6 of 6

Date Received: 062091
Time Received: 1330

TC.LP EXTRACTION
METALS

f-J:; Arsen i c
l" Barium
~f Cadmi um
~~ Chromi um

Lead
Mercury
Selenium
Sil ver

RCRA CONSTITUENTS

RESULT DETECTION LIMIT
mg/L LIMIT mg/L mg/L

ND 0.10 5.0
0.87 0.01 100.0

NO 0.01 1 .0
NO 0.05 5.0

O. 1 O. 1 5.0
NO 0.002 0.2
ND 0.10 1 .0
NO 0.01 5.0

Ignitability (F)
Corrosivity (pH units)
Reactivity:

Hydrogen Sulfide
Cyanide as HCN

>200 F
7.5

14
<1

3

NA


